Corrigendum

In tender document

Enquiry No.F.No 24/EQPT/12/2013-RIS (Admin)

After

Pre bid meeting on 01-08-2013 at 03.00 PM

Equipment/Instrument for Orthopaedics

Please read following modification (deletions/additions/replacements) in Enquiry No.F.No 24/EQPT/12/2013-RIS (Admin) tender of Equipment/Instrument for Orthopaedics:

Specifications for C ARM

H. Regulatory / Safety Requirement

Equipment should have CE for full product with notified body identification number and US FDA certificate.

Specifications for Orthopaedics Operating table

Should be having

- Radiolucent Split leg (leg portion should be split so that each leg may be positioned separately)
- Length: 2000-2200 mm
- Width: 550-650 mm
- Maximum Height: 1000-1200 mm
- Foot pedals, electronic and hydraulic for Lock/Unlock, raise/lower, trendelenberg and lateral tilt.

Standard Accessories

- Radiolucent(carbon)Traction devices (Standard Fracture table accessories with traction unit)
- Mayfield Attachment for head (radiolucent Carbon)

The quoted model should be CE & US FDA certified.