Corrigendum

In tender document
Digital X-Ray Machine and CT Scan
Enquiry No. F.No. 24/EQPT/14/2013-RIS (Admin)

After
Pre bid meeting on 02-08-2013 at 03.00 PM

Equipment/Instrument for Digital X-Ray Machine and CT Scan

Please read following modification (deletions/additions/replacements) in Enquiry No.F.No 24/EQPT/14/2013-RIS (Admin) tender of Equipment/Instrument for Digital X-Ray Machine and CT Scan:

Tender Specifications for Direct digital flat panel Radiography system 80 KW-1000mA unit with two Flat panel detectors

A Detailed Specification of X-Ray Flat Panel Detectors (Quote the latest model of flat panel detectors)
13. Detector Quantum Efficiency (DQE): more than 65% @ 0 lp as per IEC standard.
21. Important: Option should be available for the system to be independently used for film screen and computed radiography.

D Vertical Stand
36. Motorized/ Power assisted detector tilting facility with either IR remote or hand switch control required.

N. Accreditation and Quality Certification
85. Out of the 3 major components of the Digital Radiography system (Detector, Tube and Generator), 2 components mandatorily Generator & tube should be from the same manufacturers
89. Turn key pricing to be quoted