
Bid Details/ बडबड  ववरणववरण

Bid End Date/Time/ बडबड  बंदबंद  होनेहोने  कक   तार खतार ख//समयसमय 12-09-2023 15:00:00

Bid Opening Date/Time/ बडबड  खुलनेखुलने  कक
तार खतार ख//समयसमय 12-09-2023 15:30:00

Bid Offer Validity (From End Date)/ बडबड  पेशकशपेशकश
वैधतावैधता ( (बंदबंद  होनेहोने  कक   तार खतार ख  सेसे)) 180 (Days)

Ministry/State Name/मं ालयमं ालय//रा यरा य  काका  नामनाम Ministry Of Health And Family Welfare

Department Name/ वभागवभाग  काका  नामनाम Department Of Health And Family Welfare

Organisation Name/संगठनसंगठन  काका  नामनाम All India Institute Of Medical Sciences (aiims)

Office Name/कायालयकायालय  काका  नामनाम Rishikesh

Total Quantity/कुलकुल  मा ामा ा 1

Item Category/मदमद  केटेगरकेटेगर CT Scanners 16 Slice (Q2)

Minimum Average Annual Turnover of the
bidder (For 3 Years)/ बडरबडर  काका  यूनतमयूनतम  औसतऔसत
वा षकवा षक  टनओवरटनओवर (3  (3 वषवष   काका))

250 Lakh (s)

OEM Average Turnover (Last 3 Years)/मूलमूल
उपकरणउपकरण  िनमातािनमाता  काका  औसतऔसत  टनओवरटनओवर ( (गतगत 3  3 वषवष   काका)) 500 Lakh (s)

Years of Past Experience Required for
same/similar service/उ ह ंउ ह ं//समानसमान  सेवाओंसेवाओं  केके  िलएिलए
अपे तअपे त  वगतवगत  अनुभवअनुभव  केके  वषवष

3 Year (s)

MSE Exemption for Years Of
Experience/अनुभवअनुभव  केके  वषवष   सेसे  एमएसईएमएसई  छूटछूट//  and
Turnover//टनओवरटनओवर  केके  िलएिलए  एमएसईएमएसई  कोको  छूटछूट  ाा   हैहै

Yes

Startup Exemption for Years Of
Experience/अनुभवअनुभव  केके  वषवष   सेसे  टाटअपटाटअप  छूटछूट//  and
Turnover/ / टनओवरटनओवर  केके  िलएिलए  टाटअपटाटअप  कोको  छूटछूट  ाा   हैहै

Yes

Document required from seller/ व े ताव े ता  सेसे  मांगेमांगे
गएगए  द तावेज़द तावेज़

Experience Criteria,Bidder Turnover,OEM Authorization
Certificate,OEM Annual Turnover,Additional Doc 1
(Requested in ATC)
*In case any bidder is seeking exemption from Experience /
Turnover Criteria, the supporting documents to prove his
eligibility for exemption must be uploaded for evaluation by
the buyer

Bid to RA enabled/ बडबड  सेसे  रवसरवस  नीलामीनीलामी  स यस य  कयाकया No

 

Bid Number/बोली मांक ( बड सं या):
GEM/2023/B/3834182

Dated/ दनांक : 22-08-2023

Bid Document/  बडबड  द तावेज़द तावेज़
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Comprehensive Maintenance Charges
Required Yes

Type of Bid/ बडबड  काका  कारकार Single Packet Bid

Time allowed for Technical Clarifications
during technical evaluation/तकनीकतकनीक   मू यांकनमू यांकन  केके
दौरानदौरान  तकनीकतकनीक   प ीकरणप ीकरण  हेतुहेतु  अनुमतअनुमत  समयसमय

2 Days

Inspection Required (By Empanelled
Inspection Authority / Agencies pre-
registered with GeM)

No

Estimated Bid Value/अनुमािनतअनुमािनत  बडबड  मू यमू य 47500000

Evaluation Method/मू यांकनमू यांकन  प ितप ित Total value wise evaluation

Bid Details/ बडबड  ववरणववरण

EMD Detail/ईएमडईएमड   ववरणववरण

Advisory Bank/एडवाईजर  बक PUNJAB NATIONAL BANK

EMD Amount/ईएमड  रािश 475000

ePBG Detail/ईपीबीजीईपीबीजी  ववरणववरण

Advisory Bank/एडवाइजर  बक PUNJAB NATIONAL BANK

ePBG Percentage(%)/ईपीबीजी ितशत (%) 3.00

Duration of ePBG required (Months)/ईपीबीजी क
अपे त अविध (मह ने). 62

(a). EMD EXEMPTION: The bidder seeking EMD exemption, must submit the valid supporting document for the
relevant category as per GeM GTC with the bid. Under MSE category, only manufacturers for goods and Service
Providers for Services are eligible for exemption from EMD. Traders are excluded from the purview of this
Policy./जेम क  शत  के अनुसार ईएमड  छूट के इ छुक बडर को संबंिधत केटेगर  के िलए बड के साथ वैध समिथत द तावेज़ तुत करने है।
एमएसई केटेगर  के अतंगत केवल व तुओं के िलए विनमाता तथा सेवाओं के िलए सेवा दाता ईएमड  से छूट के पा  ह। यापा रय  को इस नीित के
दायरे से बाहर रखा गया है।

(b). EMD & Performance security should be in favour of Beneficiary, wherever it is applicable./ईएमड  और संपादन
जमानत रािश, जहां यह लागू होती है, लाभाथ  के प  म होनी चा हए। 

Beneficiary/लाभाथलाभाथ   : 
AIIMS Rishikesh
Rishikesh, Department of Health and Family Welfare, All India Institute of Medical Sciences (AIIMS), Ministry of
Health and Family Welfare
(Aiims Rishikesh)

Splitting/ वभाजनवभाजन

Bid splitting not applied/बोली वभाजन लागू नह ं कया गया.
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MII Purchase Preference/एमआईआईएमआईआई  खर दखर द  वर यतावर यता

MII Purchase Preference/एमआईआई खर द वर यता Yes

MSE Purchase Preference/एमएसईएमएसई  खर दखर द  वर यतावर यता

MSE Purchase Preference/एमएसई खर द वर यता Yes

1. If the bidder is a Micro or Small Enterprise as per latest definitions under MSME rules, the bidder shall be
exempted from the requirement of "Bidder Turnover" criteria and "Experience Criteria" subject to meeting of
quality and technical specifications. If the bidder is OEM of the offered products, it would be exempted from the
"OEM Average Turnover" criteria also subject to meeting of quality and technical specifications. In case any
bidder is seeking exemption from Turnover / Experience Criteria, the supporting documents to prove his eligibility
for exemption must be uploaded for evaluation by the buyer.
2. If the bidder is a Startup, the bidder shall be exempted from the requirement of "Bidder Turnover" criteria and
"Experience Criteria" subject to their meeting of quality and technical specifications. If the bidder is OEM of the
offered products, it would be exempted from the "OEM Average Turnover" criteria also subject to meeting of
quality and technical specifications. In case any bidder is seeking exemption from Turnover / Experience Criteria,
the supporting documents to prove his eligibility for exemption must be uploaded for evaluation by the buyer. 
3. The minimum average annual financial turnover of the bidder during the last three years, ending on 31st
March of the previous financial year, should be as indicated above in the bid document. Documentary evidence in
the form of certified Audited Balance Sheets of relevant periods or a certificate from the Chartered Accountant /
Cost Accountant indicating the turnover details for the relevant period shall be uploaded with the bid. In case the
date of constitution / incorporation of the bidder is less than 3-year-old, the average turnover in respect of the
completed financial years after the date of constitution shall be taken into account for this criteria. 
4. Experience Criteria: In respect of the filter applied for experience criteria, the Bidder or its OEM {themselves or
through reseller(s)} should have regularly, manufactured and supplied same or similar Category Products to any
Central / State Govt Organization / PSU / Public Listed Company for number of Financial years as indicated above
in the bid document before the bid opening date. Copies of relevant contracts to be submitted along with bid in
support of having supplied some quantity during each of the Financial year. In case of bunch bids, the category of
primary product having highest value should meet this criterion. 
5. OEM Turn Over Criteria: The minimum average annual financial turnover of the OEM of the offered product
during the last three years, ending on 31st March of the previous financial year, should be as indicated in the bid
document. Documentary evidence in the form of certified Audited Balance Sheets of relevant periods or a
certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for the relevant period
shall be uploaded with the bid. In case the date of constitution / incorporation of the OEM is less than 3 year old,
the average turnover in respect of the completed financial years after the date of constitution shall be taken into
account for this criteria. 
6. Preference to Make In India products (For bids < 200 Crore):Preference shall be given to Class 1 local supplier
as defined in public procurement (Preference to Make in India), Order 2017 as amended from time to time and its
subsequent Orders/Notifications issued by concerned Nodal Ministry for specific Goods/Products. The minimum
local content to qualify as a Class 1 local supplier is denoted in the bid document. If the bidder wants to avail the
Purchase preference, the bidder must upload a certificate from the OEM regarding the percentage of the local
content and the details of locations at which the local value addition is made along with their bid, failing which
no purchase preference shall be granted. In case the bid value is more than Rs 10 Crore, the declaration relating
to percentage of local content shall be certified by the statutory auditor or cost auditor, if the OEM is a company
and by a practicing cost accountant or a chartered accountant for OEMs other than companies as per the Public
Procurement (preference to Make-in -India) order 2017 dated 04.06.2020. Only Class-I and Class-II Local suppliers
as per MII order dated 4.6.2020 will be eligible to bid. Non - Local suppliers as per MII order dated 04.06.2020 are
not eligible to participate. However, eligible micro and small enterprises will be allowed to participate .The
buyers are advised to refer the OM No.F.1/4/2021-PPD dated 18.05.2023.
OM_No.1_4_2021_PPD_dated_18.05.2023 for compliance of Concurrent application of Public Procurement Policy
for Micro and Small Enterprises Order, 2012 and Public Procurement (Preference to Make in India) Order, 2017. 

7. Purchase preference to Micro and Small Enterprises (MSEs): Purchase preference will be given to MSEs as
defined in Public Procurement Policy for Micro and Small Enterprises (MSEs) Order, 2012 dated 23.03.2012 issued
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by Ministry of Micro, Small and Medium Enterprises and its subsequent Orders/Notifications issued by concerned
Ministry. If the bidder wants to avail the Purchase preference, the bidder must be the manufacturer of the offered
product in case of bid for supply of goods. Traders are excluded from the purview of Public Procurement Policy for
Micro and Small Enterprises. In respect of bid for Services, the bidder must be the Service provider of the offered
Service. Relevant documentary evidence in this regard shall be uploaded along with the bid in respect of the
offered product or service. If L-1 is not an MSE and MSE Seller (s) has/have quoted price within L-1+ 15%
(Selected by Buyer)of margin of purchase preference /price band defined in relevant policy, such Seller shall be
given opportunity to match L-1 price and contract will be awarded for 25%(selected by Buyer) percentage of
total QUANTITY.The buyers are advised to refer the OM No.F.1/4/2021-PPD dated 18.05.2023
OM_No.1_4_2021_PPD_dated_18.05.2023 for compliance of Concurrent application of Public Procurement Policy
for Micro and Small Enterprises Order, 2012 and Public Procurement (Preference to Make in India) Order, 2017. 
8. Estimated Bid Value indicated above is being declared solely for the purpose of guidance on EMD amount and
for determining the Eligibility Criteria related to Turn Over, Past Performance and Project / Past Experience etc.
This has no relevance or bearing on the price to be quoted by the bidders and is also not going to have any
impact on bid participation. Also this is not going to be used as a criteria in determining reasonableness of
quoted prices which would be determined by the buyer based on its own assessment of reasonableness and
based on competitive prices received in Bid / RA process. 

Pre Bid Detail(s)

Pre-Bid Date and Time Pre-Bid Venue

30-08-2023 15:00:00 Tender office

CT Scanners 16 Slice ( 1 pieces ) 

(Minimum 50% and 20% Local Content required for qualifying as Class 1 and Class 2 Local Supplier
respectively/ मशःमशः णेीणेी 1 औरऔर णेीणेी 2 केके थानीयथानीय आपूितकताआपूितकता केके पप मम अहताअहता ाा  करनेकरने केके िलएिलए आव यकआव यक)

Technical Specifications/तकनीकतकनीक   विश याँविश याँ  

* As per GeM Category Specification/जेम केटेगर  विश  के अनुसार

Specification
Specification Name/ विशविश   काका

नामनाम
Bid Requirement/ बडबड  केके  िलएिलए  आव यकआव यक  (Allowed

Values)/अनुमतअनुमत  मू यमू य

DETECTOR
ASSEMBLY

Minimum Field of view
(standard)

50, 55, 65 Or higher (centimeter)

Extended Field of View (cm) 70

DETECTOR
PERFORMANCE

Minimum High-contrast
spatial resolution at 0%
MTF with full FOV

14 lp/cm

ADVANCED IMAGE
ACQUISITION

Perfusion imaging Yes

Extended coverage for 4-D
imaging

No

Dual-energy acquisition Yes

Contrast Based Dual energy
acquisition

No

X-RAY GENERATOR Minimum kW output (kW) 32, 40, 80 Or higher

PATIENT TABLE Table Type Moveable

RADIATION DOSE Pediatric-specific dose
control

Yes

4 / 14

https://bidplus.gem.gov.in/bidding/downloadOmppdfile/
https://bidplus.gem.gov.in/bidding/bid/showCatalogue/qiicWXtaXxogaTYHWTmZshKtf_ivTDIKemoU5DJ1yFI


Iterative image
reconstruction for dose
reduction

Yes

Overbeaming reduction
sliding collimation

No

CLINICAL
APPLICATIONS AND
FUNCTIONALITY

Denta Scan Yes

Lung Analysis No

Metal Artifact Reduction Yes

Neuro DSA Yes

SYSTEM
INTEGRATION

DICOM work list license Yes

IMAGE PROCESSING OEM postprocessing
workstation with dual
medical grade Monitor

Standalone

If it is server workstation,
number of nodes to be
provided

Not Applicable in case of standalone workstation

Number of Concurrent
Licenses to be Provided

Not Applicable in case of standalone workstation

Minimum Rendering
Capacity of Server

Not Applicable in case of standalone workstation

SERVER HARDWARE Minimum Image storage
capacity of Server

0, 2, 4 Or higher (terabyte)

Minimum Ram Size of
Server

0, 32, 64 Or higher (gigabyte)

Size of Monitor of server Not Applicable in case of standalone workstation

Type of Monitor for server Not Applicable in case of standalone workstation

WORKSTATION
HARDWARE

Minimum Ram Size for
Workstation

8, 16 Or higher (gigabyte)

Minimum Storage capacity
for Workstation

500, 1000 Or higher (gigabyte)

WORKSTATION
APPLICATIONS

Neuro DSA application in
workstation

Yes

Cardiac Angio No

Cardiac calcium scoring No

CT angio Yes

Filming Yes

CT VRT Imaging Yes

Perfusion imaging in
workstation

No

Specification
Specification Name/ विशविश   काका

नामनाम
Bid Requirement/ बडबड  केके  िलएिलए  आव यकआव यक  (Allowed

Values)/अनुमतअनुमत  मू यमू य
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CONTRAST BASED
DUAL ENERGY
APPLICATIONS

Virtual Non-contrast
imaging

No

Mono-energetic imaging No

Direct Angio No

Lung Perfusion No

Gout Imaging No

Calculi Characterization No

Bone Marrow Imaging No

Iodine mapping No

ACCESSORIES Online UPS for full backup
of atleast 30 minutes

Yes

Lead Glass Setup to be
provided

Yes

Lead aprons - 5 Nos with
Hanger to be provided

Yes

Gonald and thyroid Shield -
5 No each

Yes

Pressure Injector Single head

Color Printer Yes

Head Holder Yes

X-Ray Film Viewer Yes

Variety of phantoms for
quality control

Yes

PRE-INSTALLATION
SITE REQUIREMENT

Preparation of CT Scan
Room , console Room ,
Technical room, one wash
room etc to be done by the
seller in the area of approx
800 sq feet

Yes

Tile based false ceiling and
floor tiling and wall tiling
till false ceiling in rooms to
be done by the seller

Yes

Necessary modification civil
work, electrical , plumbing,
furnishing, air conditioning
in the given area to be done
by the seller

Yes

Doors other than main CT
room to be of good quality
Aluminium doors and should
be done by the seller

Yes

Specification
Specification Name/ विशविश   काका

नामनाम
Bid Requirement/ बडबड  केके  िलएिलए  आव यकआव यक  (Allowed

Values)/अनुमतअनुमत  मू यमू य
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Any other necessary work
for system functioning like
earthing , proper LED
lighting power points etc to
be done by the seller

Yes

Room shielding to be done
by the seller

As Per AERB Gudie lines

WARRANTY Warranty in years (Option
of comprehensive warranty
is available through bidding
only, which if opted will
supersede normal warranty
in the catalogue)

5 Or higher

Specification
Specification Name/ विशविश   काका

नामनाम
Bid Requirement/ बडबड  केके  िलएिलए  आव यकआव यक  (Allowed

Values)/अनुमतअनुमत  मू यमू य

Comprehensive Maintenance

Warranty of required product 5 Year

Comprehensive Maintenance Duration (Post
Warranty) 5 Year

*Warranty displayed under the AMC/CMC Details section will supersede the warranty displayed under the catalog
specfication

Additional Specification Parameters - CT Scanners 16 Slice ( 1 pieces ) 
Specification Parameter

Name Bid Requirement (Allowed Values)

Clauses/specifications in the
buyer added ATC are in
suppression/addition of the
corresponding
clauses/specifications in this bid
requirement

1. The additional specification document is attached in Buyer Added ATC. 2.
Also the layout is attached in buyer added ATC

Clauses/specifications in the
buyer added ATC are in
suppression/addition of the
corresponding
clauses/specifications in this bid
requirement

1. The additional specification document is attached in Buyer Added ATC. 2.
Also the layout is attached in buyer added ATC

* Bidders offering must also comply with the additional specification parameters mentioned above. 

Consignees/Reporting Officer/परे षतीपरे षती// रपो टगरपो टग  अिधकारअिधकार   and/ तथातथा Quantity/मा ामा ा
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S.No./ ..
सं.सं.

Consignee
Reporting/Officer/

परे षतीपरे षती// रपो टगरपो टग
अिधकारअिधकार

Address/पतापता Quantity/मा ामा ा Delivery Days/ डलीवरडलीवर  केके
दनदन

1 RAJEEV KUMAR
249203,Central Store, AIIMS
Rishikesh, Virbhadra Road,
Near Bairaj Lake, Rishikesh,
Uttarakhand-249203

1 120

Buyer added Bid Specific Additional Specification - Drawings

S.No./ ..
सं.सं. Document Title Description Applicable/ रवसरवस भारभार केके अनुसारअनुसार

जीएसटजीएसट  i.r.o. Items

1
Layout

View Layout CT Scanners 16 Slice(1)

Buyer added Bid Specific Additional Scope of Work

S.No. .सं.सं
. Document Title Description Applicable/ रवसरवस भारभार केके अनुसारअनुसार

जीएसटजीएसट  i.r.o. Items

1

Additional specs and
PREINSTALLATION
SITE REQUIREMENT

View

Additional specs and PREINSTALLATION
SITE REQUIREMENT CT Scanners 16 Slice(1)

The uploaded document only contains Buyer specific Additional Scope of Work and / or Drawings for the bid items added
with due approval of Buyer’s competent authority. Buyer has certified that these additional scope and drawings are

generalized and would not lead to any restrictive bidding.

Special terms and conditions-Version:4 effective from 21-10-2022 for category CT Scanners 16 Slice

1. 1. All Provisions of Drugs and Cosmetics Act, 1940 and Rules made there under as amended till date
will always be applicable. This will include all notifications issued by Central Drugs Standard Control
Organisation(CDSCO), Ministry of Health & Family Welfare (MoHFW) and Department of
Pharmaceuticals (DOP), Ministry of Chemicals & Fertilizers time to time in this regard.

2. The sellers are registered on GeM based on self-declaration of valid Drug License, product
certification, test reports etc. However, buyers must check and validate the details at their end for
all applicable licenses and certifications e.g., validity and authenticity/genuineness of drug license,
product certification, manufacturer certification/licenses, test reports etc.

3. The price offered by the seller shall not, in any case exceed the DPCO controlled price, if any, fixed
by the Central/State Government, the Maximum Retail Price (MRP) and the selling price. The seller
must reduce the prices if there is any reduction in DPCO ceiling price, if any.

4. Comprehensive warranty: Comprehensive warranty shall include preventive maintenance
including calibration as per technical/ service /operational manual of the manufacturer, service
charges and spares. During the warranty period commencing from date of the successful
completion of warranty period, Service personnel shall visit each consignee site as recommended in
the manufacturer's technical/ service /operational manual, at least once in six months. warranty
shall not be including the consumables. Further there will be 98% uptime warranty during warranty
period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend warranty period by double
the downtime period.

5. Service centres: Details of Service outlets in India to render services for equipment to be
furnished to buyer/consignees with complete address,telephone numbers, e mails etc at time of
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making the supplies. It shall be the responsibility of seller to ensure that authorized service centres
are available to cater to the areas where supplies are made within reasonable distance from where
the service calls can be handled.Details of toll-free numbers for service call and online registration
of service requests also to be provided buyer/consignee at the time of supplies.

6. Source of supply: It shall be responsibility of seller to provide Documents regarding source of
equipments such as copy of Performa invoice or any other documents to establish that the products
supplied are manufactured by OEM indicated and sourced from them.

7. Packing and Marking: Medical equipments being very delicate and sensitive packing for the
goods should be strong and durable enough to withstand transit including transhipment (if any),
rough handling, open storage etc. without any damage, deterioration etc. .The size, weights and
volumes of the packing cases, remoteness of the final destination of the goods, availability or
otherwise of transport and handling facilities at all points during transit up to final destination,.
Quality of packing, the manner of marking within & outside the packages and provision of
accompanying documentation shall take into consideration the type of medical equipments being
supplied. The accessories shall be suitably labelled and packed. Each of the package shall be
marked on three sides with indelible paint of proper quality: indicating contract number and date,
brief description of goods including quantity, Packing list reference number, country of origin of
goods and any other relevant details.

8. Spare Parts: Seller shall provide materials, information etc. pertaining to spare parts
manufactured and supplied by the OEM. It shall be ensured that the required spares are available
for purchase at least for 10 years from date of supplies. In case due to any reasons the production
of the spare parts is discontinued sufficient advance notice should be given to the buyer/consignee
before such discontinuation to provide adequate time to purchase the required spare parts etc.
Further, OEM and their service centres/dealers shall carry sufficient inventories to assure ex-stock
supply of consumables and spares for the equipments so that the same are available.                     
                                                    OEM or reseller shall always accord most favoured client status
to the buyer/consignee and shall give the most competitive price for spares and consumables of its
machines/equipments supplied.

9. Installation, Training, Manuals: Seller shall be responsible to carry out Installation &
commissioning, Supervision and Demonstration of the goods. They shall provide required jigs and
tools for assembly, minor civil works for the completion of the installation and Training of
Consignee's representatives for operating and maintaining the equipment and supplying required
number of operation & maintenance manual for the goods. In case the category parameters are
specifying any requirements regarding the installations, training and manuals the same shall also
be applicable.

10. Electrical safety checking: Sellers are required to make sure that they furnish the list of
equipments for carrying out routine and preventive maintenance to buyer/consignee .They should
make sure to periodically check the electrical safety aspects as per BIS Safety Standards or
equivalent .In case they do not have required equipment for such testing should ensure that the
equipments checked for electrical safety compliance through labs with facilities for such checking
during every preventive maintenance call.

11. Software: All software updates should be provided free of cost during warranty period.
12. Any other Terms and Conditions which is not included or at variance with the conditions specified in

STC/GTC, may be added by the buyer through Additional Terms and Conditions in the bid to ensure
items are procured from authentic/validated source with appropriate and applicable quality. The
above terms and conditions are in reverse order of precedence i.e. ATC shall supersede specific STC
which shall supersede General Terms and Conditions (“GTC”), whenever there are any conflicting
provisions.

Buyer Added Bid Specific Terms and Conditions/ े ताे ता  ाराारा  जोड़जोड़   गईगई  बडबड  कक   वशेषवशेष  शतशत

1. Experience Certificate for the supply of the same to any Govt/ PSU/ any renowned private organisation
along with Supply/ Purchase Order.

2. If the agency is registered under MSME or NSIC, then EMD exemption certificate needs to be enclosed.
3. Make in india specific authorisation certificate needs to be enclosed.
4. Turnover

Bidder Turn Over Criteria: The minimum average annual financial turnover of the bidder during the last
three years, ending on 31st March of the previous financial year, should be as indicated in the bid
document. Documentary evidence in the form of certified Audited Balance Sheets of relevant periods or a
certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for the
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relevant period shall be uploaded with the bid. In case the date of constitution / incorporation of the
bidder is less than 3 year old, the average turnover in respect of the completed financial years after the
date of constitution shall be taken into account for this criteria.

5. Turnover

OEM Turn Over Criteria: The minimum average annual financial turnover of the OEM of the offered product
during the last three years, ending on 31st March of the previous financial year, should be as indicated in
the bid document. Documentary evidence in the form of certified Audited Balance Sheets of relevant
periods or a certificate from the Chartered Accountant / Cost Accountant indicating the turnover details for
the relevant period shall be uploaded with the bid. In case the date of constitution / incorporation of the
OEM is less than 3 year old, the average turnover in respect of the completed financial years after the
date of constitution shall be taken into account for this criteria. In case of bunch bids, the OEM of
CATEGORY RELATED TO primary product having highest bid value should meet this criterion.

6. Scope of Supply

Scope of supply (Bid price to include all cost components) : Supply Installation Testing Commissioning of
Goods and Training of operators and providing Statutory Clearances required (if any)

7. OEM

IMPORTED PRODUCTS: In case of imported products, OEM or Authorized Seller of OEM should have a
registered office in India to provide after sales service support in India. The certificate to this effect should
be submitted.

8. Service & Support

Dedicated /toll Free Telephone No. for Service Support : BIDDER/OEM  must have  Dedicated/toll Free
Telephone No. for Service Support.

9. Service & Support

Escalation Matrix For Service Support : Bidder/OEM must provide  Escalation Matrix of Telephone Numbers
for Service Support.

10. Certificates

To be eligible for award of contract, Bidder / OEM must possess following Certificates / Test Reports on the
date of bid opening (to be uploaded with bid):

AERB certificate and quality assurance certificate for 10 years.
.

11. Buyer Added Bid Specific ATC

Buyer Added text based ATC clauses

ADDITIONAL SPECIFICATIONS:

 Following clauses/specifications are replacement of the corresponding clauses/specifications in this tender
document. Few additional clauses are also added as hereunder:

1.       DETECTOR PERFORMANCE: Minimum High-contrast spatial resolution at 0% or 2% MTF with full FOV - 14 l
p/cm

2.       IMAGE PROCESSING: OEM postprocessing workstation with single medical grade Monitor, Standalone; alo
ng with two OSIRIX Systems for routine reporting.

3.       Number slice per rotation and number of detector rows:- acquired slices - 16, reconstructed slices - 32. N
umber of detector rows - 16.

4.       ADVANCED IMAGE ACQUISITION: perfusion imaging: No.

Dual Energy Acquisition: Not required.
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5.       Pressure Injector (Accessories): Not required.

6.       Accessories: Lead Glass Setup of 150 cm x 100 cm to be provided.

7.       PRE-INSTALLATION SITE REQUIREMENT: Preparation of CT Scan Room, console Room, Technical room etc 
to be done by the seller in the area of approx. 700 sq feet as follows:

CT -EXAMINATION ROOM, CONSOLE ROOM:-  Flooring: 600x600mm Vitrified Tile Kajaria/Somany /Equivale
nt Make Walls: 600x600mm Vitrified Tile up to false ceiling level Kajaria/Somany /Equivalent Make Ceiling: 
600x600 mm Acoustical tile Supported on grid G.I. suspension.

UPS ROOM: Flooring: 600x600mm Vitrified Tile Kajaria/Somany /Equivalent Make

Walls: Walls will be finished with POP & two coats of Plastic Emulsion Paint of approved make up to False C
eiling. Ceiling: 600x600 mm Acoustical tile Supported on grid G.I. suspension.

8.       PRE-INSTALLATION SITE REQUIREMENT: Necessary modification civil work, electrical, plumbing, furnishing
, air conditioning, Networking, fire safety in the given area to be done by the seller as follows:

ELECTRICAL WORKS: The supplier has to specify the total load requirements for the CT area including equi
pment load, air conditioning, room lighting and for accessories if any. The supply line will be provided by t
he Institute up to one point within the CT area. LT distribution with LT panel providing balanced distributio
n should be through adequate sized cables and copper wires in concealed PVC conduits. Switch gear shoul
d be of Siemens / L&T.

Electrical Cables/wires (Finolex, Havells or equivalent make) from LT Panel to CT cabinets along with inter
nal wiring in CT area should be provided. 4 No of earthing’s for the system should be provided. The LED lig
ht fixtures should be provided in whole CT complex (Philips, Wipro, Syska or equivalent).

All the Switches along with modular type light and power points of Crabtree/ Legrand /Roma make should 
be provided.

Few lights will be connected to UPS in each room to provide emergency lighting. Free electricity and water
will be provided by the Hospital authorities for construction / modification purposes at site.

Networking in console room and reporting room to be done for working of Camera and Console monitors.

AIR CONDITIONING: The whole of the area should be air conditioned. The vendor need to evaluate the total
tonnage of AC required as per enclosed layout and area under scope along with heat load of equipment. D
uctable Split/ split units (11 TR working + 5.5 TR standby) in suitable configuration should be provided incl
uding standby provision for 24 hours functioning a day. The outdoor condenser units should be kept outsid
e the building and grill coverings should be provided to prevent theft and damage. A/c units should be hig
h quality branded like Voltas, Bluestar, Daikin, or equivalent makes.

FIRE DETECTION SYSTEM: comprising of Smoke / heat detectors integrated in the ceiling and fire panel sho
uld be provided & connected to the nearest fire control panel of the hospital to take care of any accidental
fire. 5nos of 2 kg Portable fire extinguishers (Agni or equivalent make) should be provided at suitable locat
ions to combat any accidental fire.

FURNITURE: Cupboard with laminate door shutters (1.2X0.6X2.1m) (Fabricated)-02 Nos

Workstation table (1.2X0.6X0.75) (Fabricated)- 3 Nos.

Overhead cupboard for reporting room.(1.5X0.6X0.45) ) (Fabricated)- 2 Nos.

Dustbins-05

Room Signage -01 set

9.       PRE-INSTALLATION SITE REQUIREMENT: Doors other than main CT room to be of good quality Aluminium 
should be installed by the seller. Revolving chairs height adjustable, medium-back with hand-rest (Godrej, 
Fetherlite, Geeken or equivalent Make)- 6 Nos

10.   PRE-INSTALLATION SITE REQUIREMENT: Room shielding to be done by the seller: 9 inches brick walls for E
xamination Room shall be provided with lead lining of doors and windows shall be done as per AERB requir
ement.

11.   EMD Exemption: Applicable to the valid bidders as per GEM GTC.
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12.   Special terms and conditions-Version:4- clause ‘Further there will be 98% uptime warranty during CMC pe
riod on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend CMC period by double the downtime
period’ to be replaced by: ‘Further there will be 95% uptime warranty during CMC period on 24 (hrs) X 7 (d
ays) X 365 (days) basis, with penalty, to extend CMC period by double the downtime period’.

13.   Additional Clause for Comprehensive maintenance Charges: Clause ‘Further there will be 98% uptime war
ranty during CMC period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend CMC period by 
double the downtime period’ to be replaced by ‘Further there will be 95% uptime warranty during CMC per
iod on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend CMC period by double the downtime 
period’.

14.   Consignees/Reporting Officer: Delivery Days: 90 after all the required approvals and opening of LC.

15.   Payment Terms: 100% Payment shall be released through Inland Letter of Credit (LC) which is as under:- 7
5 % payment shall be released within 60 days after dispatch of equipment and submission of following doc
uments:

1.  Supplier’s invoice showing contract number, goods description, quantity;

2. Insurance Certificate;

3. Manufacturer’s/ Supplier’s warranty certificate

4. Manufacturer’s own factory inspection report

5. Copy of Lorry receipt

6. Performance Bank Guarantee through the Bank

Rest 25 % payment shall be released after satisfactory supply of goods, installation and handing over the e
quipment in working/satisfactory condition.

.

12. Forms of EMD and PBG

Bidders can also submit the EMD with Fixed Deposit Receipt made out or pledged in the name of A/C
(Name of the Buyer). The bank should certify on it that the deposit can be withdrawn only on the demand
or with the sanction of the pledgee. For release of EMD, the FDR will be released in the favour of the
bidder by the Buyer after making endorsement on the back of the FDR duly signed and stamped along
with covering letter. Bidder has to upload scanned copy/ proof of the FDR along with bid and has to ensure
delivery of hardcopy to the Buyer within 5 days of Bid End date/ Bid Opening date

13. Forms of EMD and PBG

Successful Bidder can submit the Performance Security in the form of Fixed Deposit Receipt also (besides
PBG which is allowed as per GeM GTC). FDR should be made out or pledged in the name of

AIIMS Rishikesh
A/C (Name of the Seller). The bank should certify on it that the deposit can be withdrawn only on the
demand or with the sanction of the pledgee. For release of Security Deposit, the FDR will be released in
favour of bidder by the Buyer after making endorsement on the back of the FDR duly signed and stamped
along with covering letter. Successful Bidder has to upload scanned copy of the FDR document in place of
PBG and has to ensure delivery of hard copy of Original FDR to the Buyer within 15 days of award of
contract.

Disclaimer/अ वीकरणअ वीकरण

The additional terms and conditions have been incorporated by the Buyer after approval of the Competent
Authority in Buyer Organization, whereby Buyer organization is solely responsible for the impact of these clauses
on the bidding process, its outcome, and consequences thereof including any eccentricity / restriction arising in
the bidding process due to these ATCs and due to modification of technical specifications and / or terms and
conditions governing the bid. Any clause(s) incorporated by the Buyer regarding following shall be treated as
null and void and would not be considered as part of bid:-
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1. Definition of Class I and Class II suppliers in the bid not in line with the extant Order / Office Memorandum
issued by DPIIT in this regard.

2. Seeking EMD submission from bidder(s), including via Additional Terms & Conditions, in contravention to
exemption provided to such sellers under GeM GTC.

3. Publishing Custom / BOQ bids for items for which regular GeM categories are available without any
Category item bunched with it.

4. Creating BoQ bid for single item.
5. Mentioning specific Brand or Make or Model or Manufacturer or Dealer name.
6. Mandating submission of documents in physical form as a pre-requisite to qualify bidders.
7. Floating / creation of work contracts as Custom Bids in Services.
8. Seeking sample with bid or approval of samples during bid evaluation process.
9. Mandating foreign / international certifications even in case of existence of Indian Standards without

specifying equivalent Indian Certification / standards.
10. Seeking experience from specific organization / department / institute only or from foreign / export

experience.
11. Creating bid for items from irrelevant categories.
12. Incorporating any clause against the MSME policy and Preference to Make in India Policy.
13. Reference of conditions published on any external site or reference to external documents/clauses.
14. Asking for any Tender fee / Bid Participation fee / Auction fee in case of Bids / Forward Auction, as the

case may be.

Further, if any seller has any objection/grievance against these additional clauses or otherwise on any aspect of
this bid, they can raise their representation against the same by using the Representation window provided in
the bid details field in Seller dashboard after logging in as a seller within 4 days of bid publication on GeM. Buyer
is duty bound to reply to all such representations and would not be allowed to open bids if he fails to reply to
such representations.

Additional Clause For Comprehensive Maintenance Charges
1.CMC shall include preventive maintenance including calibration as per technical/ service /operational manual of
the manufacturer, service charges and spares, after satisfactory completion of Warranty. During the CMC period
commencing from date of the successful completion of warranty period, Service personnel shall visit each
consignee site as recommended in the manufacturer’s technical/ service /operational manual, at least once in six
months or as per user requirement. Cost of consumables shall not be included in CMC.Further there will be 98%
uptime warranty during CMC period on 24 (hrs) X 7 (days) X 365 (days) basis, with penalty, to extend CMC period
by double the downtime period. 
2.CMC charges to be indicated as percentage of cost of equipment quoted for each year after the warranty
period. 
3.GST shall be included in the CMC Charges quoted. 
4.Cost of CMC will be added for Ranking/Evaluation purpose with depreciation formula.A 10% discounting rate
per year shall be applied on CMC Charges for price evaluation on Net Present Value. 
5.The payment of CMC will be made on quarterly basis after satisfactory completion of said period, duly certified
by end user. 
6.While creating a bid or RA, buyers shall indicate whether CMC is required against Yes/No” options. If CMC
Charges are included, an option for number of years for CMC required after the warranty period shall be
available.Under this option up to 10 years can be chosen for CMC charges beyond warranty period. 
7.In case the bid has a provision for CMC, the warranty of the product will also be deemed to have been
converted into Comprehensive warranty including preventive maintenance and calibration as per technical/
service /operational manual of the manufacturer, service charges and spares, during the Warranty Period also.
Sellers are therefore advised to include the cost of Comprehensive Warranty including spares (excluding
consumables) also in product Cost. 
8.The CMC functionality shall be available in bid only and no direct RA shall be applicable.In case of bid to R/A
decrement rules shall be applicable on total price inclusive of CMC charges. Bunching of products shall not be
available while creating bids with CMC charges.

8.1.Buyer shall indicate number of years of warranty by selecting different options available in the field
depending on warranty parameter applicable in category parameters for the equipment. No. of years of
warranty indicated here shall supersede the warranty period indicated elsewhere in bid or product
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specifications. The Seller while participating in Bid/RA will get fields to indicate CMC charges as
percentage depending on number of years of CMC selected by Buyer. The following shall be applicable, if
5 year CMC selected:

CMC charges for 1st year after warranty period– Percentage to be indicated- A1
CMC charges for 2nd year after warranty period– Percentage to be indicated- A2
CMC charges for 3rd year after warranty period – Percentage to be indicated- A3
CMC charges for 4th year after warranty period – Percentage to be indicated- A4
CMC charges for 5th year after warranty period – Percentage to be indicated- A5

Similarly, A6 to A10 are to be indicated for 6th to 10th year of CMC if applicable.
8.2.The calculation of CMC Charges shall take into account the number of years of warranty and duration
of CMC as specified while creating bid.
8.3.In the price evaluation, the system shall provide function to calculate the cost of each equipment by
formula indicated below includingCMC and then show the inter-se-ranking of the bidders. The following are
the variables

(i) Number of years for which CMC required.
(ii) Number of years of product warranty

The formula for calculating total cost including CMC charges shall be as under: 
Total Cost for evaluation= 
C+C*{(A1/100)/(1.10^n)+(A2/100)/(1.10^n+1)+(A3/100)/(1.10^n+2)+(A4/100)/(1.10^n+3)+
(A5/100)/(1.10^n+4)} and so on 
C – Cost for equipment quoted and n shall be number of years of product warranty specified. 
If 2 year warranty specified, n shall be2 and if 5 year warranty specified, n shall be 5. A1,A2, A3, A4&
A5shall depend on how many years CMC selected. For3 yearCMC, only A1,A2 and A3 factors are to be
taken into account and A4 and A5 will not be applicable.
8.4.CMC charges offered for each subsequent year should be same or higher than preceding year.
8.5.The CMC charges shall be offered within range of 3 to 10% of cost of equipment.

9.Since CMC charges are to be paid only later for each year during CMC period,applicable performance
guarantee amount after placement of contract shall be based on the cost of equipment excluding the cost of
CMC Charges. 
10.Performance bank guarantee applicable for CMC is to be submitted at start of the CMC and shall be applicable
between 2.5% to 5% as specified in bid on total CMC Charges.The PBG submitted after award of contract shall be
released only after new PBG for the CMC period is submitted and accepted by buyer/consignee after due
verification.Bank guarantee for CMC is to remain valid till completion of CMC period plus one year. The bank
guarantee for CMC shall be submitted to buyer directly. In case, seller fails to submit the PBG or does not provide
services for the CMC contract after expiry of warranty period then PBG of equipment shall be forfeited. 
11.In case of splitting of order quantity, equipment cost and CMC charges offered by L1 bidder shall be matched
by higher quoting eligible bidders on one-to-one basis.The equipment cost and CMC charges (year to year) shall
be matched individually. 
12.The CMC Contract shall be an offline contract to be handled by buyer.The payment of CMC will be made on
quarterly basis after satisfactory completion of said period, duly certified by end user and scope of CMC will be as
per para 1 above. 
13.CMC Charges are inclusive of all the charges for Transportation, Lodging, Boarding, all insurances including
third party insurance and all other incidental charges. The same shall include GST. The prices also include cost of
spares and damaged parts. Purchaser does not have any liability, whatsoever, over and above the cost of CMC. It
also includes for arranging hand tools & tackles, special tools etc. required to carry out the work.

This Bid is also governed by the General Terms and Conditions/ यह बड सामा य शत  के अतंगत भी शािसत है

In terms of GeM GTC clause 26 regarding Restrictions on procurement from a bidder of a country which shares a land border with India, any bidder from a country which
shares a land border with India will be eligible to bid in this tender only if the bidder is registered with the Competent Authority. While participating in bid, Bidder has to
undertake compliance of this and any false declaration and non-compliance of this would be a ground for immediate termination of the contract and further legal action

in accordance with the laws./जेम क  सामा य शत  के खंड 26 के संदभ म भारत के साथ भूिम सीमा साझा करने वाले देश के बडर से खर द
पर ितबंध के संबंध म भारत के साथ भूिम सीमा साझा करने वाले देश का कोई भी बडर इस िन वदा म बड देने के िलए तभी पा  होगा
जब वह बड देने वाला स म ािधकार  के पास पंजीकृत हो। बड म भाग लेते समय बडर को इसका अनुपालन करना होगा और कोई भी
गलत घोषणा कए जाने व इसका अनुपालन न करने पर अनुबंध को त काल समा  करने और कानून के अनुसार आगे क  कानूनी कारवाई
का आधार होगा।

---Thank You/ध यवादध यवाद---
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