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In Tender document

Tender Enquiry No. 24lRT/c Arm/Trauma Surgeryt46412020-

Rish (Admn) 
Date:_

AsPerSchedule,pre-BidMeetingof..Tender.forC-ArmfordepartmentofTrauma
surgery" was held 'ln'ti'ot[2020 

at o:'oo pm' in tender office'

AfterConsiderationbystorepurchaseCommitteefollowingmodifications
(deletions/adonr""ri"o*cements/adui,"n.l '"r 

tender E'q'i'y No' 24lRT/C-Arm/Trauma

Surgery/464l2020--R;i 
(aomn) t^ b;;;"de on t..rrni.oi specifications as an addendum

to Latest Corrigendum dated 15104120202

For: - Size of the detecteor: m\n'26 x26 cm

Readas:-Sizeofthedetectorshouldbe26to30cmx26to30cmQ6x26cmto30x30
cm)

Note:-

(1) Demo to be done before instalring machine which shourd have capability for conttnues

fl,loror.oPY without shut down

(3) Other points will be same as per Corrigendum dated 1510412020
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